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Abstract
Not much is known about how accurate and reproducible different thermometers are at diagnosing patients with suspected 
fever. The study aims at evaluating which peripheral thermometers are more accurate and reproducible. We searched Medline, 
Embase, Scopus, WOS, CENTRAL, and Cinahl to perform: (1) diagnostic accuracy meta-analysis (MA) using rectal mer-
cury-in-glass or digital thermometry as reference, and bivariate models for pooling; (2) network MA to estimate differences 
in mean temperature between devices; (3) Bland–Altman method to estimate 95% coefficient of reproducibility. PROSPERO 
registration: CRD42020174996. We included 46 studies enrolling more than 12,000 patients. Using 38 °C (100.4 ℉) as cut-
off temperature, temporal infrared thermometry had a sensitivity of 0.76 (95% confidence interval, 0.65, 0.84; low certainty) 
and specificity of 0.96 (0.92, 0.98; moderate certainty); tympanic infrared thermometry had a sensitivity of 0.77 (0.60,  0.88; 
low certainty) and specificity of 0.98 (0.95, 0.99; moderate certainty). For all the other index devices, it was not possible to 
pool the estimates. Compared to the rectal mercury-in-glass thermometer, mean temperature differences were not statistically 
different from zero for temporal or tympanic infrared thermometry; the median coefficient of reproducibility ranged between 
0.53 °C [0.95 ℉] for infrared temporal and 1.2 °C [2.16 ℉] for axillary digital thermometry. Several peripheral thermometers 
proved specific, but not sensitive for diagnosing fever with rectal thermometry as a reference standard, meaning that finding a 
temperature below 38 °C does not rule out fever. Fixed differences between temperatures together with random error means 
facing differences between measurements in the order of 2 °C [4.5 ℉]. This study informs practitioners of the limitations 
associated with different thermometers; peripheral ones are specific but not sensitive.

Keywords Body temperature · Diagnostic tests · Fever · Systematic review · Thermometers

Introduction

Body temperature is a vital parameter. Fever (or pyrexia) 
is the temporary pathological state that involves an altera-
tion of the hypothalamic thermoregulation system and a 
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consequent elevation of body temperature above the value 
considered normal. Many diseases begin with increased 
body temperature, determining a febrile state. Although 
there is no single agreed threshold for diagnosing fever, a 
value above the interval between 37.7 °C and 38.3 °C is usu-
ally considered a febrile response [1]. Measurement of body 
temperature depends on the selection of the anatomical area, 
with marked differences between the body core temperature 
and the surface temperature [2]. Another important source 
of variability is that body temperature changes during the 
course of the day and depends on a person’s activity.

Fever originates from infections (e.g. viral, bacterial) and 
from non-infectious conditions (e.g. inflammation, malig-
nancies, autoimmune disease, drug adverse events), and 
in some cases, its aetiology is of unknown origin. Fever is 
also a common symptom of COVID-19, typically appear-
ing 2–14 days after exposure. Therefore, clinical electronic 
thermometers are an important screening and diagnostic tool 
to assist in the identification of those individuals who may 
be infected with COVID-19 [3].

Determination of body temperature is a key clinical action 
in the management of patients: the presence of fever affects 
the decision of clinicians, patients, and caregivers, impact-
ing diagnosis, investigations, and therapies (e.g. antibiotic 
administration). So, accurate measurement of temperature is 
essential, and thermometers should accurately measure body 
temperature oscillations.

The US Food and Drug Administration acknowledges the 
fact that non-contact temperature assessment devices are not 
effective if used as the only means of detecting a COVID-
19 infection. This failure is not only related to the absence 
of fever in some affected patients, but also because devices 
fail to identify elevated temperature, or misread normal tem-
perature as elevated. Moreover, failure to follow the manu-
facturer’s instructions for use, such as for set-up, operation, 
and training, is also reported as a limitation of non-contact 
thermometer use [4].

There are several types of medical thermometers. Mer-
cury-in-glass thermometers were the standard reference 
method for decades [5–7], until the late 2000s when they 
were banned from the market due to the environmental tox-
icity of mercury [8]. Alternative thermometers have come 
into use, such as digital tympanic or axillary, infrared skin 
scan, temporal artery thermometers, and non-contact infra-
red thermometers.

Despite the central role of thermometers in clinical prac-
tice, our knowledge of the relative performance of alter-
native thermometers, including differences in measured 
temperature, is limited. Consequently, it is necessary to 
understand the characteristics and diagnostic accuracy of 
different thermometers, appreciating their limitations as 
tools that guide patient management. This is particularly 
important given the triage role of fever measurement in 

several clinical settings, particularly in emergency care set-
tings, with the aim of sending potential COVID-19 patients 
to appropriate care pathways.

We systematically reviewed studies comparing the accu-
racy of digital, infrared and mercury-in-glass thermometers, 
estimating body temperature on different anatomical sites, 
both in adults and children.

Methods

We performed a systematic review and meta-analysis accord-
ing to the recommendations indicated in the Cochrane Hand-
book for Diagnostic Test Accuracy Reviews [9]. Moreover, 
we used NMA methods to compare multiple diagnostic tests 
and body sites in one simultaneous analysis. For this pur-
pose, we extracted between-test differences and used them 
as a continuous variable to fit standard NMA techniques.

The reporting was in accordance with the Preferred 
Reporting Items for Systematic reviews and Meta-Analyses 
of Diagnostic Test Accuracy Studies (PRISMA-DTA) cri-
teria [10].

This systematic review has been registered on PROS-
PERO 2020 (CRD42020174996).

Search strategy

We performed a systematic search up to March 2020 on 
six electronic databases: Medline, Embase, Web of Science 
(WOS), Scopus, The Cochrane Central Register of Con-
trolled Trials (CENTRAL), and Cinhal, to identify all pos-
sible eligible studies. These databases were searched using 
the following search keywords: “sensitivity”, “specificity”, 
“body temperature”, “thermometer”. The search strategy 
was first developed for Medline and then adapted to all 
other databases. Finally, we checked the reference list of all 
selected studies.

Patients

We included adult and child patients screened for fever in 
emergency and hospital in-patient departments.

Index and reference standard thermometer 
categories

The thermometer type was classified as mercury-in-glass, 
infrared or other digital devices [11]. The body sites con-
sidered were grouped as peripheral (i.e. tympanic, temporal 
artery, axillary, and oral) or central (i.e. rectal, pulmonary 
artery, urinary bladder, and oesophageal sites) [12, 13]. 
For diagnostic accuracy analyses, we assumed that mer-
cury-in-glass or digital thermometry at the rectal site was 
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the reference standard. Because of the limited number of 
studies, we conducted separate analyses for body site and 
thermometer type. For network meta-analyses of mean dif-
ferences, we considered rectal mercury-in-glass as the refer-
ence category.

Outcomes

The primary outcome was the diagnostic accuracy of digi-
tal, infrared, and mercury-in-glass thermometers defined as 
the number of true positives (TP), false positives (FP), false 
negatives (FN), and true negatives (TN) reported in each 
study. When these data were not available, they were cal-
culated from sensitivity and specificity data. We also evalu-
ated the mean difference in temperature determined using 
different types of thermometers (fixed bias) and reported as 
1.96 times the standard deviation (SD) of these differences 
(random error), which are the two components of the 95% 
coefficient of reproducibility [14].

Study selection

We included studies which respected the following eligibility 
criteria: (i) randomized clinical trial, observational cohort or 
cross-sectional study; (ii) enrolled adults or children access-
ing an emergency department (ED), enrolled adult or child 
patients hospitalized in hospital or in neonatal departments; 
(iii) studies that considered rectal or axillary temperature as 
the reference standard, measured with mercury-in-glass or 
digital thermometers; (iv) body temperature measured by 
clinicians or nurses; (v) studies that provided sensitivity and 
specificity data and temperature measured with each ther-
mometer used; (vi) published in English, Italian, Spanish, or 
French. We excluded surgical patients, studies where body 
temperature was measured by mothers or using only one 
type of thermometer. After removing duplicates, two inde-
pendent authors screened titles and abstracts and identified 
all potentially eligible studies. The full text of selected cita-
tions was then reviewed according to the inclusion criteria.

Data extraction

One author used a standardized data extraction form to col-
lect relevant publication details regarding study methods and 
results, and the second author checked the data. The authors 
collected data about: (i) study characteristics (i.e. authors, 
year of publication, title, reference, study design, eligibil-
ity criteria and setting); (ii) patient characteristics (i.e. age, 
number of enrolled patients, and site of measurement of 
body temperature); (iii) detailed information about the index 
test (i.e. any other type of body thermometer) and reference 
standard (i.e. mercury-in-glass or digital thermometer meas-
uring rectal temperature or temperature in other body sites). 

Other details collected were the type of thermometer, the 
cut-off used and the method of measuring body temperature; 
(iv) diagnostic study data (i.e. sensitivity, specificity, TP, 
TN, FP, FN); (v) mean and standard deviation (SD) of the 
body temperature measured.

Quality assessment

The methodological quality of each selected study was 
assessed according to the Quality Assessment of Diagnos-
tic Accuracy Studies (QUADAS-2) checklist [15] which 
considers four domains (patient selection, index test, refer-
ence standard, and flow and timing), each rated in terms of 
risk of bias and applicability to the research question. The 
risk of bias was judged as “low”, “high”, or “unclear”. Each 
domain included different signalling questions guiding the 
risk of bias assessment. If all signalling questions received a 
favorable answer, then the risk of bias was judged as “low”. 
Concerning applicability, the authors recorded the informa-
tion on why the study may not have matched the review 
question. Concerns regarding applicability were rated as 
“low”, “high”, or “unclear”. At any review stage, disagree-
ments were resolved by discussion or by the involvement of 
a third investigator.

Data analysis

For each study, we constructed two-by-two tables and pooled 
TP, FP, TN, and FN to create separate forest plots to examine 
the accuracy of different devices to diagnose fever. We used 
mixed models to fit bivariate meta-analyses, which model 
sensitivity and specificity while accounting for their cor-
relation [16]. For this purpose, we pooled data at a 38 °C 
threshold and adopted rectal temperature detected using 
mercury-in-glass or digital thermometry as the reference 
standard. We performed a meta-analysis if data were avail-
able from at least five studies.

As reported above, for our secondary objective we used 
NMA methods to use direct and indirect evidence and com-
pare the mean difference of each device using the rectal mer-
cury thermometer as the reference technique. We generated 
standard errors (SEs) from SDs of the differences or from 
p-values as appropriate; then we used available between-test 
correlation coefficients, or their median, to compute adjusted 
SEs that could not be obtained by conversion of published 
SDs [17].

We considered the 95% coefficient of reproducibility 
as a measure of reliability between two tests (i.e. different 
thermometers) with measurements obtained on the same 
person [14]. The coefficient of reproducibility is defined as 
the mean difference (MD) ± 1.96 SD of differences (SDD). 
In our study, the mean difference is the fixed bias and was 
estimated using NMA techniques. Once the fixed bias is 
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taken into account, 1.96 × SDDs inform on the random error 
measurement component. However, meta-analytic methods 
to estimate pooled SDDs have not yet been developed to 
the best of our knowledge. Therefore, we presented 1.96 × 
SDDs for each direct comparison and reported on their vari-
ation and the median value for each comparison.

The software STATA 15.2 (StataCorp, 2011; Stata Sta-
tistical Software: Release 15. College Station, TX) was used 
for all analyses. In particular, the ‘network’ suite of com-
mands was used to fit NMAs [18].

Evidence profile

We evaluated the evidence using the GRADE approach 
and produced a’Summary of findings’ table for studies that 
assessed the accuracy of tympanic infrared and temporal 
artery thermometers to diagnose fever. Studies were initially 
considered of high quality but were downgraded accord-
ing to their risk of bias, the directness of evidence (gener-
alizability), consistency, and precision of results across all 
trials that measured a given specific outcome. Directness 
refers to the extent to which trial participants, interventions, 
and outcome measures considered in the included trials are 
relevant to the review question. Consistency concerns the 
degree of homogeneity (direction and magnitude) of results 
across the different studies. Precision describes the grade of 
uncertainty around the effect estimate, in other words, the 
width of estimated CIs [19].

We used the STATA metandi package [20] to fit bivariate 
models, the STATA network routine to perform NMA [21] 
and the STATA metan function to obtain pairwise meta-
analyses [22].

The funder of the study had no role in study design, data 
collection, data analysis, data interpretation, or writing of 
the report. The corresponding author had full access to all 
the data in the study and had final responsibility for the deci-
sion to submit for publication.

Results

Studies identification and selection

The literature search on Medline, Embase, Web of Science 
(WOS), Scopus, CENTRAL, and Cinhal, after the exclu-
sion of duplicates and irrelevant records, identified 1279 
references. Of these, 1201 were excluded because they did 
not meet the inclusion criteria. Seventy-eight studies were 
considered eligible for inclusion and their full texts were 
evaluated for details. Of these, 32 were excluded because 
(i) diagnostic accuracy data were not reported (n = 16); (ii) 
comparison between different types of thermometers was not 
performed (n = 5); (iii) they were narrative reviews (n = 3); 

(iv) considered interventions different from those provided 
as inclusion criteria (n = 4); (v) considered other body 
temperature sites as a reference standard (i.e. bladder tem-
perature) (n = 2); were a letter (n = 1); were a questionnaire 
(n = 1). Finally, a total of 46 studies [23–68] were included 
in this systematic review (Fig. 1).

Study characteristics

We included 46 studies (12,602 patients), of whom 32 stud-
ies (8321 patients, 66%) enrolled only children, 11 enrolled 
only adults (1856 patients, 15%) and three studies (2425 
patients, 19%) enrolled both adults and children. Nineteen 
studies (4391 patients) enrolled patients admitted to ED. 
We included 30 cohort studies, 12 cross-sectional stud-
ies, and four randomized controlled trials. Table 1 reports 
details of the studies included. The number of participants 
ranged from 15 to 2000. The selected studies were published 
between 1991 and 2019. We included 43 studies in quantita-
tive analyses, three studies [25, 27, 37] did not provide data 
allowing the DTA analysis and NMA analysis. Six studies 
[24, 41, 45, 47, 55, 66] reporting results on measurements 
were excluded from DTA analyses because the unit of analy-
sis was patients, but was included in the NMA because the 
unit of analysis was means. For one of them [47], however, 
we calculated a 2 × 2 table using reported estimates on meas-
urements and prevalence of fever in these patients.

Risk of bias assessment

The results of the methodological quality of the included 
studies are shown in Appendix 1. The majority of the stud-
ies were judged low risk of bias for patient selection and 
flow and timing. Twenty-six studies (56%) enrolled consecu-
tive or a random sample of patients. Patient enrolment was 
unclear in 17 studies. The index test domain was judged 
as unclear in four studies and at high risk in seven studies. 
Assessors deemed blinding was adequate only in seven stud-
ies, and five studies were not blinded regarding the results of 
the index test and reference standard, but this aspect seemed 
not to influence the applicability of the study results. In all 
studies except one, all patients received the same reference 
standard. Concerns regarding applicability were low for 
most of the evaluated studies.

 Diagnostic accuracy estimates

Twenty-eight studies [23, 26, 28–30, 33–35, 38–40, 43, 
47–52, 54, 56–59, 62–65, 68] provided data which permit-
ted the extraction of sensitivity and specificity in 10,207 
participants, of whom 2729 (27%) had fever according to 
the reference standard used. The reference standard was a 
mercury-in-glass or digital thermometer at the rectal site 
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in 19 studies, mercury-in-glass at the axillary or oral sites 
(seven studies), the digital thermometer at oral/rectal site 
(one study), or rectal sites with no information on the device 
(one study). Fifteen studies out of 19 used 38 °C as the cut-
off value of temperature for reference devices, four studies 
used lower values, two studies higher values.

In order to make our results transferrable, we included 
only studies using a cut-off of 38 °C and a reference standard 
verification at the rectal site, whether using a digital or a 
mercury-in-glass thermometer.

In 9 studies (2533 participants, 885 with fever) using 
temporal artery infrared thermometry at a threshold of 
38 °C, sensitivity varied between 0.41 and 0.91, while a 
high specificity (from 0.85 to 1.00) was achieved (Fig. 2). 
The meta-analytic estimates were 0.76 (95% CI 0.65, 0.84) 

for sensitivity and 0.96 (0.92, 0.98) for specificity (Table 2). 
This means that adopting a 38 °C index test threshold, there 
are very few false positives, even at the relatively high preva-
lence of fever at 30%, but there are several false negatives, 
so the test is useful to rule in the disease when positive. The 
certainty of the evidence, after downgrading by one level for 
risk of bias, was low for patients with fever due to impreci-
sion of sensitivity estimates, and moderate for patients with-
out fever (Table 2). 

Similarly, in nine studies (3862 participants, 1279 with 
fever) using tympanic infrared thermometry at a threshold 
of 38 °C, high specificity was achieved (from 0.92 to 1.00); 
however, sensitivity varied between 0.49 and 0.98 in eight 
studies and was 0.23 in the study with perfect specificity 
(Fig. 2). The meta-analytic estimates were 0.77 (0.60, 0.88) 

Fig. 1  PRISMA flow diagram
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Table 1  Characteristics of the individual included studies

Author Study design Setting Population No. 
patients 
enrolled

Reference standard 
(body temperature, 
device)

Index test (body tem-
perature, device)

Allegaert 2014 [23] RCT ED Children 294 Rectal, digital Tympanic, infrared
Forehead, infrared
Temporal artery, 

infrared
Apa 2013 [24] Cohort Pediatric unit Children 50 Axillary, digital Tympanic, infrared

Forehead, infrared
Balla 2019 [25] Cross-sectional Neurological and 

infection wards
Adult 15 Rectal, digital Axillary, thermistor

Batra 2013 [26] Cohort Pediatric ED Children 100 Rectal, mercury-in-
glass

Axillary, digital
Tympanic, infrared
Temporal artery, 

infrared
Berksoy 2018 [27] Cohort Pediatric ED Children 319 Axillary, digital Forehead, infrared
Brennan 1995 [28] Cohort ED Children 370 Rectal, digital Tympanic, infrared
Brosinski 2018 [29] Cohort ED Adult and children 251 Rectal, digital Temporal artery, 

infrared
Chiappini 2011 [30] Cross sectional Pediatric ED Children 252 Axillary, mercury-in-

glass
Forehead, infrared

Dakappa 2016 [31] RCT Hospital Adult 55 Axillary, mercury-in-
glass

Tympanic, infrared

Devrim 2007 [32] Cross sectional Pediatric hospital Children 102 Axillary, mercury-in-
glass

Tympanic, infrared

Duru 2012 [33] Cohort Pediatric unit and ED Children 300 Rectal, mercury-in-
glass

Tympanic, infrared

Edelu 2011 [34] Cohort Hospital Children 800 Rectal, mercury-in-
glass

Tympanic, infrared

Forrest 2017 [35] Cohort ED Children 85 Rectal, digital Axillary, digital
Temporal artery, 

infrared
Gasim 2013 [36] Cross sectional ED Adult and children 174 Axillary, mercury-in-

glass
Tympanic, infrared

Goswami 2017 [37] Cohort Pediatric unit Children 210 Rectal, digital Axillary, digital
Temporal artery, 

infrared
Greenes 2001 [38] Cross-sectional ED Children 304 Rectal, digital Tympanic, infrared

Temporal artery, 
infrared

Hamilton 2013 [39] Cohort ED Children 205 Rectal or oral, digital Tympanic, infrared
Temporal artery, 

infrared
Hay 2004 [40] Cohort Primary care Children 94 Axillary, mercury-in-

glass
Tympanic, infrared

Hebbar 2005 [41] Cohort Pediatric unit Children 44 Rectal, digital Axillary, digital
Temporal artery, 

infrared
Isler 2014 [42] Cohort Pediatric ED Children 218 Temporal artery, 

infrared
Axillary, mercury-

in-glass
Axillary, digital

Jean Mary 2002 [43] Cohort Hospital Children 198 Rectal, digital Axillary, infrared
Tympanic, infrared

Jensen 2000 [44] RCT Surgical unit Adult 200 Rectal, mercury-in-
glass

Tympanic, infrared
Oral, digital
Axillary, digital
Rectal, digital
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for sensitivity and 0.98 (0.95, 0.99) for specificity (Table 2). 
After downgrading by one level for risk of bias, the cer-
tainty of the evidence was low for patients with fever due 
to imprecision of sensitivity estimates, and moderate for 
patients without fever.

No statistically significant difference was found between 
sensitivity and specificity estimates with infrared tympanic 

Table 1  (continued)

Author Study design Setting Population No. 
patients 
enrolled

Reference standard 
(body temperature, 
device)

Index test (body tem-
perature, device)

Kara 2009 [45] RCT Pediatric hospital Children 61 Axillary, mercury-in-
glass

Axillary, digital

Kocoglu 2002 [46] Cohort Hospital Children 110 Rectal, mercury-in-
glass

Axillary, mercury-
in-glass

Tympanic, infrared
Leon 2005 [47] Cross sectional Intensive care unit Adult 50 Axillary, mercury-in-

glass
Tympanic, infrared

Mogensen 2018 [48] Cross-sectional Pediatric department Children 995 Rectal, digital Tympanic, infrared
Temporal artery, 

infrared
Mogensen 2018b [49] Cohort ED Adult 599 Rectal, digital Tympanic, infrared
Morley 1998 [50] Cohort Hospital Children 1090 Axillary, mercury-in-

glass
Forehead, infrared

Muma 1991 [51] Cross sectional Pediatric ED Children 224 Rectal, digital Axillary, digital
Tympanic, infrared

Odinaka 2014 [52] Cohort Pediatric unit Children 156 Rectal, mercury-in-
glass

Forehead, infrared

Oncel 2013 [53] Cohort Maternity unit Children 120 Rectal, mercury-in-
glass

Axillary, digital
Forehead, infrared

Paes 2010 [54] Cohort Pediatric unit Children 100 Rectal, digital Tympanic, infrared
Temporal, infrared

Petersen 1997 [55] Cohort Neurosurgical unit Adult 65 Rectal, mercury-in-
glass

Tympanic, infrared

Rabbani 2010 [56] Cohort Hospital Adult and children 2000 Oral, mercury-in-
glass

Tympanic, infrared

Rajee 2006 [57] Cohort ED Adult 200 Oral, mercury-in-
glass

Tympanic, infrared

Schreiber 2013 [58] Cross-sectional Pediatric ED Children 284 Axillary, mercury Axillary, digital
Axillary, galinstan

Schuh 2004 [59] Cohort ED Children 327 Rectal Forehead
Sehgal 2002 [60] Cohort ED Children 60 Rectal, digital Tympanic, infrared
Singler 2013 [61] Cohort ED Adult 427 Rectal, digital Tympanic, infrared

Temporal artery, 
infrared

Smitz 2009 [62] Cohort Geriatric unit Adult 100 Rectal, digital Tympanic, infrared
Smitz 2000 [63] Cohort Geriatric unit Adult 45 Rectal, mercury-in-

glass
Tympanic, infrared

Teller 2014 [64] Cross-sectional Private pediatric 
practice

Children 254 Rectal, digital Tympanic, infrared
Forehead, infrared

Teran 2012 [65] Cross-sectional Inpatient unit and ED Children 434 Rectal, mercury-in-
glass

Forehead, infrared
Temporal artery, 

infrared
Van Staaij 2003 [66] Cohort Pediatric unit Children 41 Rectal, digital Tympanic, infrared
Wilshaw 1999 [67] Cohort Clinic Children 120 Rectal, mercury Tympanic, infrared

Axillary, digital
Yaron 1995 [68] RCT ED Adult 100 Rectal, digital Tympanic, infrared
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vs. temporal artery thermometry, which is unsurprising 
given the high heterogeneity in sensitivity.

There were three or fewer studies on other devices/sites 
and cut-offs (Appendix 2), thus meta-analyses were not 
possible.

Fig. 2  Forest plots of the accuracy of infrared thermometer at the 
temporal and the tympanic sites (index devices) versus mercury-
in-glass or digital thermometer at the rectal site (reference standard 

device) among studies using 38  °C as cut-off values of temperature 
for index and reference standard devices. TP true positive, FP false 
positive, FN false negative, TN true negative, CI confidence interval

Table 2  Summary of findings tables

DTA
(Mercury-in-glass or digital rectal at 38 °C as cut-off as reference device)

NMA

Device No.  of stud-
ies (no.  of 
patients)

Estimate (95% 
CI)

Effect per 1000 
patients tested

Certainty of 
evidence

No.  of direct 
studies ( no. of 
patients)

Mean difference 
(95% CI)

Coefficient of 
reproducibility, 
median (range)

Infrared tem-
poral

TP 9 (885) Sensitivity: 
0.76 (0.65, 
0.84)

228 (180–252) ⨁⨁◯◯
Low

1 (434) vs. 
Mercury-in-
glass rectal

− 0.09 
(− 0.42, –0.24)

0.53 (0.53, 0.53)
FN 72 (48–120)

TN 9 (1648) Specific-
ity: 0.96 
(0.92, 0.98)

672 (644–686) ⨁⨁⨁◯
Moderate

8 (2206) vs. 
Digital rectal

− 0.09 (− 0.33,  
–0.16)

1.2 (0.81,  1.5)
FP 28 (14–56)

Infrared tym-
panic

TP 9 (1,279) Sensitiv-
ity: 0.77 
(0.60, 0.88)

231 (180–264) ⨁⨁◯◯
Low

6 (840) vs. 
Mercury-in-
glass rectal

− 0.22 
(− 0.49,  –0.04)

0.73 (0.56,  1.9)
FN 69 (36–120)

TN 9 (2583) Specific-
ity: 0.98 
(0.95,  0.99)

686 (665–693) ⨁⨁⨁◯
Moderate

12 (3520) vs. 
Digital rectal

− 0.22 
(− 0.43,  − 0.01)

1.1 (0.24, 1.5)
FP 14 (7–35)
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Mean differences between thermometers using 
network meta‑analyses

Thirty-six studies [24, 28–33, 35, 36, 38, 40–56, 58, 60–63, 
65–68] provided data that permitted the extraction of tem-
perature means in 9,878 participants.

Twenty-one studies included in this analysis were incom-
pletely reported regarding the correlation between measure-
ments on the same person. Specifically, four studies reported 
the SD of the differences between each pair of device-site, 
10 studies reported p-values of paired tests, and seven stud-
ies reported correlation coefficients, with one study report-
ing two parameters and the other studies reporting no data 
to extract the within-subject correlation. We adopted the 
strategy reported in the Methods to overcome this issue.

Appendix 3 presents a network map. There was no sign 
of overall (p = 0.9795) or loop-specific between-study het-
erogeneity, possibly also due to the precision of within-study 
estimates (small SDs) as compared to the between-study SD 
(tau) which was 0.397 °C, meaning that the additional uncer-
tainty due to heterogeneity was almost + − 0.8 °C in any 
95% predictive interval.

Appendix 4 shows all studies in direct meta-analyses 
(boxes with horizontal bars) together with the NMA esti-

mate (diamonds). The direct comparison between axillary 
mercury and infrared tympanic thermometry was very het-
erogeneous in 6 studies, with extreme values of mean dif-
ferences ranging from less than − 1 °C to + 1 °C. On the 
contrary, infrared tympanic thermometry, compared to rectal 
mercury-in-glass (five studies) or rectal digital thermometry 

(eight studies), showed consistent differences, suggesting 
less variation in their results.

Figure 3 presents all pairwise mixed estimates with 95% 
CIs. Assuming rectal mercury-in-glass thermometry as the 
reference, axillary digital thermometry was significantly 
lower by − 0.67 °C (− 0.98, − 0.37), as was also axillary 
mercury-in-glass thermometry (− 0.55 °C [− 0.87, − 0.23]); 
a similar difference was obtained for oral digital, and axillary 
galinstan thermometry, but with greater imprecision cross-
ing significance (− 0.56 °C [− 1.21, 0.08] and − 0.52 °C 
[− 1.25, 0.21], respectively). All other differences were also 
in the direction of a lower temperature with respect to rectal 
thermometry by − 0.22 °C to 0.00 °C, but none was sta-
tistically significant. All other pairwise differences among 
devices were small in most cases but imprecisely estimated.

Description of random error for each direct 
comparison

Figure 4 presents the 95% coefficient of reproducibility (95% 
CR). The mean 95% CR value of 73 direct comparisons 
between devices was 1.06 °C, with 19 comparisons below 
0.82 °C, 17 between 0.82 and 1.08 °C, 19 between 1.08 and 
1.24 °C, and 18 exceeding 1.24 °C. The median 95%CR vs. 
rectal mercury-in-glass thermometry was 1.16 °C for axil-
lary digital thermometry (three studies), 0.79 °C for digital 
oral thermometry (one study), 0.70 °C for digital rectal ther-
mometry (one study), 0.73 °C for tympanic infrared ther-
mometry (six studies), 1.08 °C for infrared forehead ther-
mometry (three studies) and 0.53 °C for infrared temporal 
thermometry (one study).

Sensitivity analyses

We restricted the NMA to 24 studies conducted on children 
and found a similar pattern of differences, although they 
were less precise due to the reduced size. There were too few 
studies to estimate accuracy in a specific setting, such as ED.

Discussion

This systematic review summarizes published data from 
46 studies evaluating different types of thermometers to 
measure body temperature. The gold standard to meas-
ure core temperature is the rectal temperature as it better 
reflects a true central temperature. However, it has several 
drawbacks including impracticability, discomfort, and, 
although rare, possible complications, such as perforation 
or transmission of microorganisms.

Our meta-analysis showed that alternative peripheral 
thermometers were not always accurate at estimating cen-
tral core temperature, with a tendency to underestimate it 

Fig. 3  Forest plot of mean differences among thermometers at differ-
ent anatomical sites from network meta-analysis
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up to one degree Celsius. Another challenge is the perva-
sive presence of a random error that afflicts all thermom-
eters and that can be estimated to add an extra degree of 
error. The interplay between the fixed and random error 
originating by the use of different thermometers might 
generate, in the worst case, clinically relevant differences 
in the order of two degrees Celsius. The uncertainty asso-
ciated with thermometers and the resulting implications 
for decision-making led researchers to use a relatively 
high fever threshold of 38 °C for both the index and the 
reference test. With this value, the specificity of periph-
eral thermometers is high and adequate to confirm fever 
when detected, but the sensitivity is much lower, making 
it difficult to exclude fever for temperatures below 38 °C.

Our network meta-analysis showed that axillary tem-
perature, determined with both mercury and digital 
thermometers, was significantly lower by − 0.65 °C and 
− 0.67 °C, respectively, than body temperature measured 
with rectal mercury-in-glass thermometry, while infra-
red (tympanic, temporal artery, forehead) devices were 
slightly better estimators of body temperature, showing 

smaller, non-significant differences. It is to be noted that 
the mean difference of the rectal temperatures measured 
with mercury-in-glass or digital thermometers is nil with 
mild variability and this makes the choice of these two 
devices as mixed reference standard reasonable. When the 
aim is to diagnose a febrile state, both in children and 
adults, the accuracy estimates of both infrared tympanic 
and temporal thermometry are the best in our review, and 
they are supported by the largest body of evidence. Previ-
ous reviews, despite the variability in the methodology 
used and in the included studies, also concluded that tym-
panic and temporal artery thermometers are more accu-
rate, achieving high specificity but insufficient sensitiv-
ity when assessed against rectal thermometry [2, 69, 70]. 
Some of these reviews also conducted meta-analyses of the 
mean difference between peripheral and rectal thermom-
etry and found that the mean difference was about 0.2 °C 
[69]. Niven et al. calculated 95% coefficients of reproduc-
ibility as twice the SDs but did not explain how SDs were 
pooled across studies [2].

Fig. 4  Forest plot of 95% coefficient of reproducibility (95% CR) of thermometers at different anatomical sites from the meta-analysis
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Rectal temperature is just a proxy of the real (and 
latent) body temperature. For instance, if the reference 
device tended to overestimate the real temperature, the 
“real” sensitivities of the index devices could be possi-
bly higher than the ones illustrated in the paper, because 
some of the reported false negatives would in fact be true 
negatives.

According to the GRADE evaluation, the overall certainty 
of our estimates was moderate, due to some limitations in 
the design of several studies, or considerable heterogene-
ity across studies. Heterogeneity could be due to several 
reasons: measuring temperature in different body sites; 
concomitant inclusion of children and adults; a threshold 
effect caused by the use of different offsets by manufactur-
ers to obtain adjusted temperatures according to thermom-
eter technology; and intra- and inter-operator variability of 
measurements. The risk of bias assessment showed that the 
study populations were in general selected with conveni-
ence samples of participants. Blinding was almost nonexist-
ent, but we considered this as non-fundamental since most 
technologies give a digital result that has to be recorded 
without interpretation. The timing between the index and 
reference methods was usually reported. Finally, there was 
great heterogeneity among included studies which reduced 
the quality of evidence.

We suggest that in future studies temperatures should be 
measured independently at specific sites in a consecutive 
series of eligible individuals. All thermometers should be 
previously calibrated. Details on placement time, patient sta-
bilization, and mode of use of thermometers should be pro-
vided. Temperature readings should be carried out concur-
rently or sequentially and the time between measurements 
clearly documented. However, body temperature should be 
evaluated in relation to individual variability, since it varies 
with respect to age, gender, site of measurement, type of 
thermometer and presence of disease.

As shown above, we found a cut-off of 38 °C was highly 
specific, but not sensitive enough to detect fever with an 
equivalent rectal cut-off so that thermometry could be used 
to exclude or rule out fever. If the aim of body temperature 
measurement is to triage subjects with high sensitivity (con-
firm or rule in fever, SpIN approach), future research should 
use an external body site cut-off of about 37 °C to confirm 
a rectal temperature exceeding 38 °C. We highlight that the 
balance of sensitivity and specificity should not be assumed 
to be stable when the cut-off is changed on the basis of our 
data, since ROC curves are often asymmetric and the overall 
accuracy (e.g. DOR) at high specificity may not match the 
value found at high sensitivity.

Fever is one of the most common patient complaints 
and signs in emergency departments and is often caused 
by infection. Other sources include pulmonary embo-
lism, intracranial hemorrhage, medication, or malignancy. 

Determining a fever represents a fundamental step of health 
status assessment, with a bearing on medical decisions; for 
instance, fever can contribute to the empirical assessment of 
bacterial infections, leading to the prescription of antibiotics. 
The presence of fever might lead to quarantine in patients 
suspected of Covid-19 infection or admission to the hos-
pital. Temperature measurement is imperfect and requires 
awareness and appreciation of its limits. Health professionals 
should consider that large errors are found when measuring 
temperature. Therefore, they should complement tempera-
ture with additional clinical elements (e.g. medical history, 
heart rate, and palpitations). Health professionals should 
adopt quality assurance procedures for fever diagnosis in 
order to limit variation in clinical practice, enhancing the 
education on thermometer use and measurement interpreta-
tion, similarly to what has been done with the promotion 
of hand hygiene practice. A simple approach to decrease 
random error would be to increase the number of measure-
ments, an action that should be considered when the tem-
perature has strong decision-making implications.

When a temperature cut-off of 38 °C is used to define 
fever, several peripheral thermometers proved to be specific, 
but not sensitive when rectal thermometry is used as a ref-
erence standard, meaning that finding a temperature below 
38 °C does not rule out fever. Among all devices, infrared 
tympanic and temporal thermometers were better estimators 
of central temperature and achieved consistent performances 
across studies. Most thermometers are afflicted with substan-
tial random error. The under-appreciation of the uncertainty 
in measuring temperature while practicing medicine might 
have serious consequences: the limited accuracy and repro-
ducibility of thermometers may translate into weak decision-
making, a huge waste of resources, and suboptimal patient 
and population health outcomes.

Authors’ contribution VP, LM, GV and EL conceived and designed 
the systematic review. VP, DP, GV  and EL performed the systematic 
review. EL and GV analysed the data. VP, DP, LM, GV and EL wrote 
the paper. All authors were involved in the critical revision of the intel-
lectual content of the manuscript.

Funding Open access funding provided by Università di Pisa within 
the CRUI-CARE Agreement. This study has been funded by “Fondazi-
one CR Firenze” (#24383).

Compliance with ethical standards 

Conflict of interest The authors declared no potential conflict of inter-
est.

Statement of human and animal rights This article does not contain 
any studies with human participants or animals performed by any of 
the authors.



 Internal and Emergency Medicine

1 3

Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article’s Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article’s Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http://creat iveco mmons .org/licen ses/by/4.0/.

References

 1. Kluger MJ (2015) Fever. Its biology, evolution, and function. 
Princeton University Press

 2. Niven DJ, Gaudet JE, Laupland KB, Mrklas KJ, Roberts DJ, 
Stelfox HT (2015) Accuracy of peripheral thermometers for esti-
mating temperature: a systematic review and meta-analysis. Ann 
Intern Med 163(10):768–777

 3. Symptoms of coronavirus. Centers of disease control and preven-
tion. https ://www.cdc.gov/coron aviru s/2019-ncov/sympt oms-testi 
ng/sympt oms.html

 4. (2020) Enforcement policy for clinical electronic thermometers 
during the coronavirus disease 2019 (COVID19) Public health 
emergency. Guidance for industry and food and drug adminis-
tration staff. https ://www.fda.gov/regul atory -infor matio n/searc 
h-fda-guida nce-docum ents/enfor cemen t-polic y-clini cal-elect ronic 
-therm omete rs-durin g-coron aviru s-disea se-2019-covid -19-publi c

 5. (2013) National Institute for Care and Health Excellence. Feverish 
illness in children: Assessment and initial management in children 
younger than 5 years. NICE Guidelines (CG160). https ://www.
nice.org.uk/guida nce/CG160 

 6. Richardson M, Lakhanpaul M (2007) Guideline development 
group and the technical team. Assessment and initial management 
of feverish illness in children younger than 5 years: summary of 
NICE guidance. BMJ 334:1163–1164

 7. Chiappini E, Venturini E, Remaschi G et al (2017) Update of the 
Italian pediatric society guidelines for management of fever in 
children. J Pediatr 180:177-183.e1

 8. (2007) European Parliament Directive 2007/51/EC amending 
Council Directive 76/769/EEC relating to restrictions on the mar-
keting of certain measuring devices containing mercury. https ://
eur-lex.europ a

 9. https ://srdta .cochr ane.org/handb ook-dta-revie ws
 10. McInnes MDF, Moher D, Thombs BD et al (2018) Preferred 

reporting items for a systematic review and meta-analysis of diag-
nostic test accuracy studies: the PRISMA-DTA statement. JAMA 
319(4):388–396

 11. Latman NS, Hans P, Nicholson L, DeLee ZS, Lewis K, Shirey 
A (2001) Evaluation of clinical thermometers for accuracy and 
reliability. Biomed Instrum Technol 35(4):259–265

 12. El-Radhi AS, Barry W (2006) Thermometry in paediatric practice. 
Arch Dis Child 91(4):351–356

 13. Bijur PE, Purvi DS, Esses D (2016) Temperature measurement in 
the adult emergency department: oral, tympanic membrane and 
temporal artery temperatures versus rectal temperature. Emerg 
Med J 33(12):843–847

 14. Bland JM, Altman DG (1999) Measuring agreement in method 
comparison studies. Stat Methods Med Res 8(2):135–160

 15. Whiting PF, Rutjes AW, Westwood ME et al (2011) QUADAS-2: 
a revised tool for the quality assessment of diagnostic accuracy 
studies. Ann Intern Med 155(8):529–536

 16. Reitsma JB, Glas AS, Rutjes AW, Scholten RJ, Bossuyt PM, Zwin-
derman AH (2005) Bivariate analysis of sensitivity and specificity 
produces informative summary measures in diagnostic reviews. J 
Clin Epidemiol 58(10):982–990

 17. Elbourne DR, Altman DG, Higgins JP, Curtin F, Worthington HV, 
Vail A (2002) Meta-analyses involving cross-over trials: methodo-
logical issues. Int J Epidemiol 31(1):140–149

 18. White IR (2015) Network meta-analysis. Stata J 15:951–985
 19. Schünemann HJ, Oxman AD, Brozek J et al (2008) Grading qual-

ity of evidence and strength of recommendations for diagnostic 
tests and strategies. BMJ 336(7653):1106–1110

 20. Harbord RM, Whiting P (2009) Metandi: meta-analysis of diag-
nostic accuracy using hierarchical logistic regression. Stata J 
9(2):211–229

 21. Chaimani A, Higgins JP, Mavridis D, Spyridonos P, Salanti G 
(2013) Graphical tools for network meta-analysis in STATA. PLoS 
ONE 8(10):e76654

 22. Harris R, Bradburn M, Deeks J et al (2006) METAN: Stata mod-
ule for fixed and random effects meta-analysis, Statistical Software 
Components S456798, Boston College Department of Economics, 
revised 23 Sep 2010

 23. Allegaert K, Casteels K, van Gorp I, Bogaert G (2014) Tympanic, 
infrared skin, and temporal artery scan thermometers compared 
with rectal measurement in children: a real-life assessment. Curr 
Ther Res Clin Exp 76:34–38

 24. Apa H, Gözmen S, Bayram N et al (2013) Clinical accuracy of 
tympanic thermometer and noncontact infrared skin thermometer 
in pediatric practice: an alternative for axillary digital thermom-
eter. Pediatr Emerg Care 29(9):992–997

 25. Balla HZ, Theodorsson E, Ström JO (2019) Evaluation of com-
mercial, wireless dermal thermometers for surrogate measure-
ments of core temperature. Scand J Clin Lab Invest 79(1–2):1–6

 26. Batra P, Goyal S (2013) Comparison of rectal, axillary, tympanic, 
and temporal artery thermometry in the pediatric emergency 
room. Pediatr Emerg Care 29(1):63–66

 27. Berksoy EA, Bağ Ö, Yazici S, Çelik T (2018) Use of noncontact 
infrared thermography to measure temperature in children in a 
triage room. Medicine (Baltimore) 97(5):e9737

 28. Brennan DF, Falk JL, Rothrock SG, Kerr RB (1995) Reliability 
of infrared tympanic thermometry in the detection of rectal fever 
in children. Ann Emerg Med 25(1):21–30

 29. Brosinski C, Valdez S, Riddell A, Riffenburgh RH (2018) Com-
parison of temporal artery versus rectal temperature in emergency 
department patients who are unable to participate in oral tempera-
ture assessment. J Emerg Nurs 44(1):57–63

 30. Chiappini E, Sollai S, Longhi R et al (2011) Performance of non-
contact infrared thermometer for detecting febrile children in hos-
pital and ambulatory settings. J Clin Nurs 20(9–10):1311–1318

 31. Dakappa PH, Bhat GK, Bolumbu G, Rao SB, Adappa S, Maha-
bala C (2016) Comparison of conventional mercury thermometer 
and continuous TherCom(®) temperature recording in hospitalized 
patients. J Clin Diagn Res 10(9):OC43–OC46

 32. Devrim I, Kara A, Ceyhan M et al (2007) Measurement accuracy 
of fever by tympanic and axillary thermometry. Pediatr Emerg Care 
23(1):16–19

 33. Duru CO, Akinbami FO, Orimadegun AE (2012) A comparison of 
tympanic and rectal temperatures in term Nigerian neonates. BMC 
Pediatr 12:86

 34. Edelu BO, Ojinnaka NC, Ikefuna AN (2011) Fever detection in 
under 5 children in a tertiary health facility using the infrared tym-
panic thermometer in the oral mode. Ital J Pediatr 37:8

 35. Forrest AJ, Juliano ML, Conley SP, Cronyn PD, McGlynn A, Auten 
JD (2017) Temporal artery and axillary thermometry comparison 

http://creativecommons.org/licenses/by/4.0/
https://www.cdc.gov/coronavirus/2019-ncov/symptoms-testing/symptoms.html
https://www.cdc.gov/coronavirus/2019-ncov/symptoms-testing/symptoms.html
https://www.fda.gov/regulatory-information/search-fda-guidance-documents/enforcement-policy-clinical-electronic-thermometers-during-coronavirus-disease-2019-covid-19-public
https://www.fda.gov/regulatory-information/search-fda-guidance-documents/enforcement-policy-clinical-electronic-thermometers-during-coronavirus-disease-2019-covid-19-public
https://www.fda.gov/regulatory-information/search-fda-guidance-documents/enforcement-policy-clinical-electronic-thermometers-during-coronavirus-disease-2019-covid-19-public
http://www.nice.org.uk/guidance/CG160
http://www.nice.org.uk/guidance/CG160
http://eur-lex.europa
http://eur-lex.europa
http://srdta.cochrane.org/handbook-dta-reviews


Internal and Emergency Medicine 

1 3

with rectal thermometry in children presenting to the ED. Am J 
Emerg Med 35(12):1855–1858

 36. Gasim GI, Musa IR, Abdien MT, Adam I (2013) Accuracy of tym-
panic temperature measurement using an infrared tympanic mem-
brane thermometer. BMC Res Notes 6:194

 37. Goswami E, Batra P, Khurana R, Dewan P (2017) Comparison of 
temporal artery thermometry with axillary and rectal thermometry 
in full term neonates. Indian J Pediatr 84(3):195–199

 38. Greenes DS, Fleisher GR (2001) Accuracy of a noninvasive tempo-
ral artery thermometer for use in infants. Arch Pediatr Adolesc Med 
155(3):376–381

 39. Hamilton PA, Marcos LS, Michelle Secic M (2013) Performance of 
infrared ear and forehead thermometers: a comparative study in 205 
febrile and afebrile children. J Clin Nurs 22(17–18):2509–2518

 40. Hay AD, Peters TJ, Wilson A, Fahey T (2004) The use of infra-
red thermometry for the detection of fever. Br J Gen Pract 
54(503):448–450

 41. Hebbar K, Fortenberry JD, Rogers K, Merritt R, Easley K (2005) 
Comparison of temporal artery thermometer to standard temperature 
measurements in pediatric intensive care unit patients. Pediatr Crit 
Care Med 6(5):557–561

 42. Işler A, Aydin R, Tutar Güven S, Günay S (2014) Comparison of 
temporal artery to mercury and digital temperature measurement in 
pediatrics. Int Emerg Nurs 22(3):165–168

 43. Jean-Mary MB, Dicanzio J, Shaw J, Bernstein HH (2002) Limited 
accuracy and reliability of infrared axillary and aural thermometers 
in a pediatric outpatient population. J Pediatr 141(5):671–676

 44. Jensen BN, Jensen FS, Madsen SN, Løssl K (2000) Accuracy of dig-
ital tympanic, oral, axillary, and rectal thermometers compared with 
standard rectal mercury thermometers. Eur J Surg 166(11):848–851

 45. Kara A, Devrim I, Cengiz AB et al (2009) Is the axilla the right site 
for temperature measurement in children by chemical thermometer? 
Turk J Pediatr 51:325–327

 46. Kocoglu H, Goksu S, Isik M, Akturk Z, Bayazit YA (2002) Infrared 
tympanic thermometer can accurately measure the body tempera-
ture in children in an emergency room setting. Int J Pediatr Otorhi-
nolaryngol 65(1):39–43

 47. León C, Rodríguez A, Fernández A, Flores L (2005) Infrared ear 
thermometry in the critically ill patient: an alternative to axillary 
thermometry. J Crit Care 20(1):106–110

 48. Mogensen CB, Wittenhoff L, Fruerhøj G, Hansen S (2018) Fore-
head or ear temperature measurement cannot replace rectal measure-
ments, except for screening purposes. BMC Pediatr 18(1):15

 49. Mogensen CB, Vilhelmsen MB, Jepsen J, Boye LK, Persson MH, 
Skyum F (2018) Ear measurement of temperature is only useful for 
screening for fever in an adult emergency department. BMC Emerg 
Med 18(1):51

 50. Morley C, Murray M, Whybrew K (1998) The relative accuracy 
of mercury, Tempa-DOT and FeverScan thermometers. Early Hum 
Dev 53(2):171–178

 51. Muma BK, Treloar DJ, Wurmlinger K, Peterson E, Vitae A (1991) 
Comparison of rectal, axillary, and tympanic membrane tempera-
tures in infants and young children. Ann Emerg Med 20(1):41–44

 52. Odinaka KK, Edelu BO, Nwolisa CE, Amamilo IB, Okolo SN 
(2014) Temporal artery thermometry in children younger than 5 
years: a comparison with rectal thermometry. Pediatr Emerg Care 
30(12):867–870

 53. Oncel MY, Tekgunduz KS, Ozdemir R et al (2013) A comparison 
of different methods of temperature measurement by mothers and 
physicians in healthy newborns. Indian J Pediatr 80(3):190–194

 54. Paes BF, Vermeulen K, Brohet RM, van der Ploeg T, de Winter JP 
(2010) Accuracy of tympanic and infrared skin thermometers in 
children. Arch Dis Child 95(12):974–978

 55. Petersen MH, Hauge HN (1997) Can training improve the results 
with infrared tympanic thermometers? Acta Anaesthesiol Scand 
41(8):1066–1070

 56. Rabbani MZ, Amir M, Malik M, Mufti M, Bin Pervez M, Iftekhar S 
(2010) Tympanic temperature comparison with oral mercury ther-
mometer readings in an OPD setting. J Coll Physicians Surg Pak 
20(1):33–36

 57. Rajee M, Sultana RV (2006) NexTemp thermometer can be used 
interchangeably with tympanic or mercury thermometers for emer-
gency department use. Emerg Med Australas 18(3):245–251

 58. Schreiber S, Minute M, Tornese G et al (2013) Galinstan thermom-
eter is more accurate than digital for the measurement of body tem-
perature in children. Pediatr Emerg Care 29(2):197–199

 59. Schuh S, Komar L, Stephens D, Chu L, Read S, Allen U (2004) 
Comparison of the temporal artery and rectal thermometry 
in children in the emergency department. Pediatr Emerg Care 
20(11):736–741

 60. Sehgal A, Dubey NK, Jyothi MC, Jain S (2002) Comparison of 
tympanic and rectal temperature in febrile patients. Indian J Pediatr 
69(4):305–308

 61. Singler K, Bertsch T, Heppner HJ et al (2013) Diagnostic accuracy 
of three different methods of temperature measurement in acutely 
ill geriatric patients. Age Ageing 42(6):740–746

 62. Smitz S, Van de Winckel A, Smitz MF (2009) Reliability of infrared 
ear thermometry in the prediction of rectal temperature in older 
inpatients. J Clin Nurs 1883:451–456

 63. Smitz S, Giagoultsis T, Dewé W, Albert A (2000) Comparison of 
rectal and infrared ear temperatures in older hospital inpatients. J 
Am Geriatr Soc 48(1):63–66

 64. Teller J, Ragazzi M, Simonetti GD, Lava SA (2014) Accuracy of 
tympanic and forehead thermometers in private paediatric practice. 
Acta Paediatr 103(2):e80–e83

 65. Teran CG, Torrez-Llanos J, Teran-Miranda TE, Balderrama C, Shah 
NS, Villarroel P (2012) Clinical accuracy of a non-contact infrared 
skin thermometer in paediatric practice. Child Care Health Dev 
38(4):471–476

 66. van Staaij BK, Rovers MM, Schilder AG, Hoes AW (2003) Accu-
racy and feasibility of daily infrared tympanic membrane tempera-
ture measurements in the identification of fever in children. Int J 
Pediatr Otorhinolaryngol 67(10):1091–1097

 67. Wilshaw R, Beckstrand R, Waid D, Schaalje GB (1999) A com-
parison of the use of tympanic, axillary, and rectal thermometers in 
infants. J Pediatr Nurs 14(2):88–93

 68. Yaron M, Lowenstein SR, Koziol-McLain J (1995) Measuring the 
accuracy of the infrared tympanic thermometer: correlation does not 
signify agreement. J Emerg Med 13(5):617–621

 69. Geijer H, Udumyan R, Lohse G, Nilsagard Y (2016) Temperature 
measurements with a temporal scanner: systematic review and meta-
analysis. BMJ Open 6(3):e009509

 70. Dodda SR, Lancastera GA, Craig JV, Smyth RL, Williamson PR 
(2006) In a systematic review, infrared ear thermometry for fever 
diagnosis in children finds poor sensitivity. J Clin Epidemiol 
59(4):354–357

Publisher’s Note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.


	The diagnostic accuracy of digital, infrared and mercury-in-glass thermometers in measuring body temperature: a systematic review and network meta-analysis
	Abstract
	Introduction
	Methods
	Search strategy
	Patients
	Index and reference standard thermometer categories
	Outcomes
	Study selection
	Data extraction
	Quality assessment
	Data analysis
	Evidence profile

	Results
	Studies identification and selection
	Study characteristics
	Risk of bias assessment
	 Diagnostic accuracy estimates
	Mean differences between thermometers using network meta-analyses
	Description of random error for each direct comparison
	Sensitivity analyses

	Discussion
	References




