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We report on the absolute calibration of a microchannel plate (MCP) detector, used in conjunc-
tion with a Thomson parabola spectrometer. The calibration delivers the relation between a reg-
istered count numbers in the CCD camera (on which the MCP phosphor screen is imaged) and
the number of ions incident on MCP. The particle response of the MCP is evaluated for posi-
tive, negative, and neutral particles at energies below 1 MeV. As the response of MCP depends
on the energy and the species of the ions, the calibration is fundamental for the correct interpre-
tation of the experimental results. The calibration method and arrangement exploits the unique
emission symmetry of a specific source of fast ions and atoms driven by a high power laser.
© 2013 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4803670]

INTRODUCTION

Laser-driven acceleration of ions is a rapidly growing
field of research. State-of-the-art laser systems allow to ac-
celerate bunches of positive ions with unique properties: high
brightness, kilo-Ampere current,1 ultralow emittance,2 and
∼ps burst duration3, 4 which leads to bright prospects for
numerous innovative applications.5 Recently a novel spray
target6 was introduced as an ion source displaying specific
features such as a copious emission of negative oxygen ions,
observed together with positive oxygen ions and a significant
number of neutral atoms.

Negative ions are used in many processing
applications7, 8 and in accelerator technology,9, 10 including
injectors for heating Tokamak plasmas.11, 12 A quantitative
analysis of these particles is very important as their number,
momentum, and temporal profile are closely related to the
dynamics of the acceleration processes, and an enhanced
understanding of these processes may allow controlling the
beam properties as required by many foreseen applications.

Numerous detectors have been used in the past decades
to record high-energy charged particles. These include solid
state nuclear track detectors such as CR-39,13 nuclear emul-
sions, radiochromic films (RCFs),14 image/phosphor plates,15

scintillators, Cherenkov detectors, Faraday cups, or MCPs. As
an online ion detector, MCPs coupled to the phosphor screen
have been successfully used as detectors in Thomson16 mass-
spectrometers, to analyse laser accelerated, multi-component
charged particle beams, providing the distribution of energetic
particles as a function of their momentum and mass-to-charge
ratio.

Recently the response of a MCP detector, assembled
in a Thomson spectrometer to investigate laser accelerated
charged particles, was calibrated17 by measuring the ratio be-
tween the count numbers in the charge-coupled device (CCD)

image of the phosphor screen and the number of incidence
ions. The particle response of the whole detection system was
evaluated for protons from 0.8 MeV up to 3 MeV and carbon
ions from 3 MeV up to 16 MeV. From the results17 one can see
that the MCP response depends on the energy and the species
of the particles, showing that the calibration of the detector
is fundamental for a correct interpretation of the experimental
results, especially for different charged ions species: positive-,
negative-, or neutral particles.

This paper describes the calibration of the response of a
Thomson–MCP assembly to the impact of protons and pos-
itive, negative, and neutral oxygen atoms. The calibration
method and arrangement exploits the unique emission sym-
metry of a specific source of fast ions and atoms driven by a
high power laser. We will discuss the method employed, and
the relevant data analysis for this in situ calibration.

SETUP AND CALIBRATION METHOD

A water spray target consisting of 150 ± 10 nm liquid
droplets was irradiated by 40 fs, 1 J Ti:Sapphire laser pulses
at the High-Field-Laser-Application Laboratory of the Max-
Born-Institute. With a f/2.5 off-axis parabolic mirror an inten-
sity of ∼5 × 1019 W/cm2 was achieved. The ion spectra were
measured in both axisymmetric transverse directions (±90◦

with respect to the laser axis) simultaneously in a single laser
shot (Fig. 1) using two identical Thomson parabola spectrom-
eters, both including a MCP detector coupled to a phosphor
screen. The image of the phosphor screen was taken with a
cooled 12 bit Chroma CCD camera. A symmetric ion emis-
sion was observed in both lateral directions when the laser
pulse was focused in the centre of the spray. This feature
has enabled us to measure the absolute number of the emit-
ted particles using CR-39 detector on one of these two lines
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FIG. 1. Schematic of measuring the response of MCP to positive, negative, and neutral oxygen from spray target.

(e.g., −90◦ side spectrometer) and to compare it with the
count number on the CCD image of the phosphor screen of
the MCP detector obtained on the other line (+90◦ side spec-
trometer).

In order to avoid artefacts caused by the different angles
of incidence onto the MCP channels of the ions dispersed
along the spectra, the MCP is installed in such a way that
the bias angle of the channels is in a horizontal plane, parallel
to the electric and magnetic fields of the spectrometer. In this
case the angle of incidence of the spectrally dispersed ions
stays approximately constant for all energies along the MCP
surface. A total number of 15 shots were accumulated on the
−90◦ spectrometer using a CR-39 detector whereas the spec-
trum for each corresponding shot was recorded on the +90◦

spectrometer using the MCP detector.
The CR-39 plate was etched in 6N NaOH solution to re-

trieve the incident particle number. Since the stopping power
of oxygen ions with energy up to hundreds of keV is low,
we have etched the CR-39 in 10 min steps for an overall du-
ration of 30 min. The resulting pits were counted using an
optical microscope. The spectra were analysed using a rou-
tine in MATLAB to identify the ion species and their ener-
gies. Protons, O+, O2+, and O− ions are detected on both the
CR-39 and MCP detectors. The number of counts measured in
the ion tracks (or spectra) imaged on the CCD was compared
with the number of ions obtained from the etched CR-39 de-
tector for the same ion species.

A lower energy cutoff on the MCP detector, 16 keV for
O+ and 160 keV for protons, appears due to the finite size
of the detector and the chosen geometry of the spectrometer.
On the CR-39 detector it was hard to recognize oxygen ions
with energies below 79 keV due to their low stopping range,
and tracks caused by protons were visible down to energies of
40 keV.

Ion acceleration from the spray target is understood in
a scenario based on a combined thermal expansion-Coulomb
explosion (CE) hybrid model of a single droplet.18 However,
during the propagation of accelerated ions through the spray,
their charge state and spectral distribution are strongly mod-
ified due to the interaction with the cold particle cloud (the
spray). In these interactions the energetic ions can capture
or lose electrons and therefore can change their charge state
becoming negative or neutral,6 while their kinetic energy is
conserved.

In contrast to the negative and positive ions, which are
deflected in the spectrometer in opposite directions, neutrals
are detected at the so called “zero-point” of the spectrome-
ter, where undeflected particles or photons (X-rays, γ -rays,
or neutral atoms) emitted from the laser plasma interaction
region impact on the MCP. Since CR-39 is insensitive to
photons, the pits observed at the “zero-point” on the CR-39
detector (see Fig. 2) result from energetic neutral atoms. In
Fig. 2(a), pits formed by oxygen ions in the O+ spectral track
are shown, whereas pits from the proton track are shown in
Fig. 2(c). In the central image, Fig. 2(b), pits at the “zero-
point” are shown. It is easy to see that the “zero-point” con-
sists of both hydrogen and oxygen atoms. The hydrogen pit
size on CR-39 was almost half than for the pits made by
oxygen ions.

The shot-to-shot fluctuations in the ion spectra were rel-
atively small. Fluctuations in ion number were of the order
of 10% and could be attributed to shot-to-shot variations of
the laser pulse parameters, beam pointing and spray perfor-
mance. The maximum energies of ions were even more sta-
ble, probably also due to the absence of a clear cutoff at high
energies. Overall stable emission from the spray is related to
the collisional nature of emission, where all the processes are
smoothed out. However, it should be noticed that fluctuations
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FIG. 2. Picture of ion pits detected on CR-39. Pits of (a) oxygen and
(c) hydrogen ions along their spectral tracks. Pits in (b) is zoomed picture
of “zero point” showing similarity with the (a) oxygen and (c) hydrogen ions
pits.

are present only in the ions absolute values and even so fluctu-
ations would not play a role in the relation between ion signal
from different detectors taken in the same shot and affect the
calibration results.

MCP RESPONSE TO O+ AND O2+

The number of particles on CR-39 in a given energy in-
terval along a track is correlated with the integrated counts
on the CCD referring to the same energy interval and track.
The correlation between integrated counts on MCP and parti-
cle number on CR-39 in the corresponding energy interval is
shown in Fig. 3(a).

Since the tracks of O+ and O2+ ions on the CR-39 plate
were merged together at higher energies (>240 keV) and
the sizes of the pits for O+ and O2+ were found to be the

same, the MCP response to these two ions has been taken to
be the same. For this reason the counts of O+ and O2+ ions on
CR-39 plate were integrated along the tracks if it were single
particle pits, as well as those ion tracks on MCP image. The
response of MCP to O+ and O2+ ions has been calculated
by dividing the integrated counts for a certain energy interval
over the MCP image with the total particle numbers observed
on CR-39 in the corresponding energy interval. The response
of MCP over the energy range from 0.43 MeV to 3 MeV
is shown in Fig. 3(b). It is obvious, that the MCP response
to O+ and O2+ ions is almost constant over the calculated
energy range.

MCP RESPONSE TO O−

The response of MCP to O− ions has been calculated,
in a similar way, by dividing the counts for a certain energy
interval of the MCP image by the total particle numbers on
the CR-39 plate in the same energy interval. A difference is
that in this case, the particle number was relatively lower than
the positive oxygen ions and the energy range comparatively
smaller, which result in a larger counting error (about 10%) at
low energies (∼0.08 MeV). Nevertheless, at higher energies
(0.4 MeV), where the particle pits were clearly countable, the
response is close to the response for O+ and O2+. The average
response near 0.4 MeV is indicated by squares in Fig. 3(b).

MCP RESPONSE TO H+

In the same shots, protons up to 1 MeV were also accel-
erated. The calibration obtained with these protons extends
our previous calibration of the MCP detector response to pro-
tons (see Ref. 17) to a lower energy range (0.16–0.5 MeV).
The correlation between the integrated counts on MCP and
the total number of particles on CR-39 is shown in Fig. 4(a)
and the MCP response in Fig. 4(b). The response could be
obtained only in the energy range of 0.16–0.65 MeV, al-
though the maximum cut-off energy was about 1 MeV. This
is due to the fact that above 0.65 MeV energy pits on CR-39
were getting smaller and the error in particle counting was
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FIG. 3. Calibration of MCP for O2+, O+ and O− ions. (a) Correlation of counts on MCP to the particles counted on CR-39 for O2+ and O+ ions together is
shown. (b) Response (i.e., counts/particle) of MCP is shown for O2+, O+ and O− ions. The blue square points show the average response of MCP to the O−.
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FIG. 4. Calibration of MCP for H+. (a) The correlation of counts on MCP to the particles counted on CR-39 is shown. (b) Response (i.e., counts/particle) of
MCP is shown for H+.

becoming higher and therefore we restrict our calibration up
to 0.65 MeV energy where counting error still below 15%.

MCP RESPONSE TO NEUTRAL ATOMS

As it was shown in Fig. 2, the “zero-point” consists of
both hydrogen and oxygen atoms and since the pits are clearly
distinguishable, with the hydrogen pit size almost half of the
oxygen pit size, it was possible to count the total number of
hydrogen and oxygen separately. For the calibration of MCP
response to neutral particles several factors have to be taken
into account.

First, the MCP image of the “zero-point” is much broader
than the simple geometrical projection of the ion source as it
is measured on CR-39 plate. This is because the MCP is sen-
sitive to soft X-rays up to ∼120 nm wavelengths (for longer
wavelengths the detection efficiency becomes less than 1%)
and therefore the measured “zero-point” signal comprises the
emitted X-ray also. Early measurements have shown that the
spatial distribution of the X-ray source is different for dif-
ferent wavelengths (see Fig. 5 in Ref. 19). Shorter wave-
lengths have the smallest source size, increasing at longer
wavelengths. The ions are accelerated from a much hotter re-
gion of the plasma, which can be even smaller than the small-
est x-ray source size.19

In Fig. 5, the distribution of counts across the “zero
point” is shown. The “zero point” is the overlap of two dis-
tinct Gaussian distributions, one due to the neutrals (narrow
distribution), and the other due to the x-rays (we will refer to
this as background signal). The Gaussian fit of the signal from
neutrals has a peak value which is twice the background peak
and the width (FWHM) is almost half of the background dis-
tribution width. At the zero point on the MCP, both hydrogen
and oxygen atoms were accumulated and careful analysis was
required for calculating the response of hydrogen and oxygen
atoms separately.

Second, since the physical mechanism of formation of
negative and neutral atoms is the same,6 they should appear
with similar energies. In the spectrometers, charged parti-
cles are detected with a low energy cutoff due to the chosen

geometry of the spectrometer and the finite size of the detec-
tor, whereas for the neutral particles at the “zero-point” there
is no such restriction. The “zero-point” on CR-39 contains
neutral oxygen and hydrogen atoms (Fig. 2). On the MCP
we are detecting negative oxygen, but no negative hydro-
gen. The spectrometer can measure negative hydrogen with
energies above 160 keV, meaning that all the neutral hydro-
gens which were detected on CR-39 must have energy below
160 keV.

Additionally, we could recognise the pits of negative oxy-
gen ions on CR-39 only above 79 keV (low cut-off energy of
the spectrometer for oxygen ions was 16 keV) while lower
energies were clearly detectable on MCP. This is due to very
small stopping range of oxygen ions in CR-39 at these ener-
gies: for 79 keV ions the stopping range is ∼2.4 μm which
were etched away already within the first 5 min of the etching
steps we performed. Therefore, on the basis of the same phys-
ical mechanism of formation of negative and neutrals atoms
discussed above,6 one can assume that the neutral oxygen
atoms with energies below 79 keV exist and would be de-
tected on MCP. On this basis, one would expect neutral oxy-
gen atoms with energies below 79 keV on MCP image but
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FIG. 5. Distribution of a signal at the “zero point” on MCP. Two distinct
different Gaussian functions are necessary to fit the data: one is a signal due
to the x-ray, and another due to the energetic neutral particles.
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FIG. 6. Comparison of calibration data from Ref. 17 and data presented in this paper.

not on the CR-39 plate, and this has to be considered when
interpreting the calibration data.

For hydrogen atoms such consideration is not necessary
as at the lower energy cutoff on CR-39 (∼40 keV), the pits
were still clearly countable. Thus no correction is needed in
the case of hydrogen atoms.

In the evaluation of the MCP response to oxygen atoms
an important question arises: how many oxygen neutrals have
an energy below 79 keV, which are not recorded on the
CR-39 plate. In principle, there are two possible ways to eval-
uate this number. As described in Ref. 6, the main channel for
the formation of O− is mainly via sequential electron capture
processes, starting from O+ and then via O. From the MCP
image one can extract the numbers of O− and O+ ion. How-
ever, the detected O+ on the MCP result from different reac-
tions, which take place during the propagation of ions through
the spray, e.g., O2+ → O+, O → O+. So, the actual number of
O+, which could be held responsible for the formation of the
O−, is difficult to estimate, and the number of O+ is therefore
not useful for the estimation of the neutrals.

On the other hand, one can use O−, as there the channel
for the formation of O− is mainly via O, while the other reac-
tions contributing to O− have lower probability. Therefore, a
relation between the numbers of O and O− can be established.

Let us denote the numbers of O− above 79 keV on MCP
by NO−

MCP (> 79 keV), which can be retrieved from Fig. 3(b),
and the number of O above 79 keV on CR-39 by NO

cr39
(>79 keV). The ratio of these two quantities can be expressed
by α as

α = NO
cr39(>79 keV)

NO−
MCP (>79 keV)

and has an value of α = 1.25 calculated from our data.
With the same notation we denote the number of O be-

low 79 keV on CR-39 by NO
cr39(<79 keV) and the number

of O− below 79 keV on MCP by NO−
MCP (<79 keV). Here

we know the quantity NO−
MCP (<79 keV) and α. The quantity

NO
cr39 (<79 keV) is then calculated as

NO
cr39(<79 keV) = α × NO−

MCP (<79 keV)

and results in NO−
MCP (<79 keV) = 12681, hence

NO
cr39 (<79 keV) = 15954. Therefore, the total number

of O on CR-39 in the full/complete energy range is 19 492
(3538 (above 79 keV) +15 954 (below 79 keV)) and the total
number of hydrogen is, respectively, ∼37 376 on CR-39.

It has to be mentioned that, on the MCP, the area, over
which the neutral signal was sampled, was chosen to be ex-
actly the same, as the transverse width of the O+ tracks (which
is defined by the 1 mm pinhole), A background subtraction
is carried out by estimating the background in the immediate
vicinity of the zero point. After extracting the neutral signal in
each shot, the counts for all 15 accumulated shots were added.

Similarly, the same area has been chosen within the “zero
point” on CR-39 and the total number of hydrogen atoms has
been counted. This count number was related to the counts
on the MCP image of the “zero point” from where the counts
created by oxygen atoms were extracted.

Finally, for the response of MCP to neutrals, we assumed
that the response of MCP to protons and neutral hydrogen is
the same, and that the response to O+ and O− is the same as
for O. With this assumption, we converted the total hydrogen
number (on CR-39) into equivalent count number (using re-
sponse of MCP to protons as 3 counts/particle) and similarly
for O (using response of MCP to O+ as 12 counts/particle)
and added all these equivalent counts for both H and O. It is
worth noting that, as anticipated, the ratio of total integrated
counts on MCP to the total equivalent counts on CR-39 comes
very close to one (i.e., 0.945, within 5%), meaning that the as-
sumption that the response to neutrals (H and O) is the same
to the response to protons and O+ is justified. This is consis-
tent with prior observations, as in Ref. 20, where it was ob-
served that the neutral and ionised charged particle produces
the same secondary electron. However, we must note that the
discrepancy could be more as we do not know the exact cut-
off for hydrogen on CR-39, although we could recognise pro-
ton tracks very well down to 40 keV. Another source of error
could be the calculation of the particle number below 79 keV
on CR-39 by the ratio α. This implies an implicit assumption
of similar cross-section for the reaction O → O−, over all the
energy range, which has to be still investigated.
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SUMMARY AND ESSENTIAL NOTE

We have performed the calibration of MCP response to
particles with different charge, namely, positive, negative,
and neutral. The MCP response to protons (in energy range
0.170–1 MeV), O+ and O2+ (in energy range 0.4–2 MeV),
O− and neutral hydrogen and oxygen atoms were evaluated.
It was found that over the measured energy range the response
of MCP does not depend on the charge, but it depends on the
type of the species, e.g., light (proton) or heavy ions (in this
case oxygen).

These calibrations supplement previous calibrations17

(see Fig. 6), extending the calibrated range of MCP response
to protons to lower energies: 0.16–0.5 MeV. Over this range,
there is a slow increase of MCP sensitivity for increasing pro-
ton energy. In the case of oxygen, one can connect the results
to prior results for C6+17 by assuming that carbon and oxygen
ions give similar response on MCP, as indeed the overlap of
the data for C6+ and O+ data at 2–3 MeV seems to suggest
(see Fig. 6(b)).
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