Diagnostics for studies of novel laser ion acceleration mechanisms


Published in: Review of Scientific Instruments

Document Version: Publisher's PDF, also known as Version of record

Queen's University Belfast - Research Portal: Link to publication record in Queen's University Belfast Research Portal

Publisher rights
This is an open access article licensed under a Creative Commons Attribution 3.0 Unported License.

General rights
Copyright for the publications made accessible via the Queen's University Belfast Research Portal is retained by the author(s) and / or other copyright owners and it is a condition of accessing these publications that users recognise and abide by the legal requirements associated with these rights.

Take down policy
The Research Portal is Queen’s institutional repository that provides access to Queen’s research output. Every effort has been made to ensure that content in the Research Portal does not infringe any person’s rights, or applicable UK laws. If you discover content in the Research Portal that you believe breaches copyright or violates any law, please contact openaccess@qub.ac.uk.

Download date: 11. Aug. 2019
Diagnostics for studies of novel laser ion acceleration mechanisms
Lovisa Senje, Mark Yeung, Bastian Aurand, Stephan Kuschel, Christian Rödel, Florian Wagner, Kun Li, Brendan Dromey, Vincent Bagnoud, Paul Neumayer, Markus Roth, Claes-Göran Wahlström, Matthew Zepf, Thomas Kuehl, and Daniel Jung

Citation: Review of Scientific Instruments 85, 113302 (2014); doi: 10.1063/1.4900626
View online: http://dx.doi.org/10.1063/1.4900626
View Table of Contents: http://scitation.aip.org/content/aip/journal/rsi/85/11?ver=pdfcov
Published by the AIP Publishing

Articles you may be interested in
Laser-driven ion acceleration with hollow laser beams

Measurements of the highest acceleration gradient for ions produced with a long laser pulsea)
Rev. Sci. Instrum. 81, 02A506 (2010); 10.1063/1.3265315

Terahertz radiation as a bunch diagnostic for laser-wakefield-accelerated electron bunchesa)
Phys. Plasmas 13, 056704 (2006); 10.1063/1.2187957

Investigation of laser ion acceleration inside irradiated solid targets by neutron spectroscopy
Phys. Plasmas 13, 030701 (2006); 10.1063/1.2177230

Momentum distribution of accelerated ions in ultra-intense laser–plasma interactions via neutron spectroscopy
Phys. Plasmas 10, 3712 (2003); 10.1063/1.1593650

Does your research require low temperatures? Contact Janis today.
Our engineers will assist you in choosing the best system for your application.

10 mK to 800 K
Cryocoolers
LHe/LN2 Cryostats
Dilution Refrigerator Systems
Magnet Systems
Micro-manipulated Probe Stations
sales@janis.com  www.janis.com
Click to view our product web page.
Diagnostics for studies of novel laser ion acceleration mechanisms

Lovisa Senje,1 Mark Yeung,2 Bastian Aurand,1 Stephan Kuschel,2 Christian Rödel,2 Florian Wagner,3 Kun Li,4 Brendan Dromey,5 Vincent Bagnoud,2,6 Paul Neumayer,4 Markus Roth,3 Claes-Göran Wahlström,1 Matthew Zepl,2,5 Thomas Kuehl,4,6,7 and Daniel Jung5

1Department of Physics, Lund University, P. O. Box 118, S-221 00 Lund, Sweden
2Helmholtz-Institut Jena, D-07743 Jena, Germany
3Technische Universität Darmstadt, D-64289 Darmstadt, Germany
4ExtreMe Matter Institut, D-64291 Darmstadt, Germany
5Department of Physics and Astronomy, Queen’s University, Belfast BT7 1NN, United Kingdom
6GSI Helmholtzzentrum für Schwerionenforschung GmbH, D-64291 Darmstadt, Germany
7Università Mainz, D-55099 Mainz, Germany

(Received 8 August 2014; accepted 17 October 2014; published online 5 November 2014)

Diagnostic for investigating and distinguishing different laser ion acceleration mechanisms has been developed and successfully tested. An ion separation wide angle spectrometer can simultaneously investigate three important aspects of the laser plasma interaction: (1) acquire angularly resolved energy spectra for two ion species, (2) obtain ion energy spectra for multiple species, separated according to their charge to mass ratio, along selected axes, and (3) collect laser radiation reflected from and transmitted through the target and propagating in the same direction as the ion beam. Thus, the presented diagnostic constitutes a highly adaptable tool for accurately studying novel acceleration mechanisms in terms of their angular energy distribution, conversion efficiency, and plasma density evolution. © 2014 Author(s). All article content, except where otherwise noted, is licensed under a Creative Commons Attribution 3.0 Unported License. [http://dx.doi.org/10.1063/1.4900626]

I. INTRODUCTION

The field of laser-based ion acceleration has made significant advances over the last years.1 Protons and other ions can be accelerated to high energies (MeVs) on a micrometre scale (compared to metre scale in conventional radio frequency accelerators) in plasmas from different materials placed in the focus of a high intensity laser beam. One of the currently most studied mechanisms for laser ion acceleration is target normal sheath acceleration2, 3 (TNSA), where ions are accelerated to tens of MeV from foils with thicknesses on the micrometre scale. Other acceleration schemes have been proposed and investigated through particle in cell (PIC) simulations, such as Radiation Pressure Acceleration4, 5 (RPA) and the Break-Out Afterburner6, 7 (BOA), and ions could here reach significantly higher energies of hundreds of MeV. These mechanisms demand very high laser intensities and/or high temporal laser contrast and only recent improvements in available laser systems8, 9 have allowed to experimentally study them.10–15 With these new mechanisms characteristics significantly different from those of TNSA appear, such as monoenergetic ion spectra for RPA16 and off-axis angular effects in ion beam profiles for BOA.17 Further appearing, for both RPA and BOA, is the possibility to more efficiently accelerate heavier ions and changes in the characteristics of the laser radiation that is transmitted or reflected from the target.18, 19

However, to distinguish and quantify the differences between the different acceleration mechanisms requires dedicated diagnostics. This is challenging to achieve, especially considering the often large angle of divergence of beams of laser accelerated ions of up to 40°.20 Traditionally, stacks of radiochromatic film (RCF),21 which changes color when absorbing radiation, and Thomson parabolas22 have been used as main diagnostics. The disadvantages of these are that the RCF stacks provide limited energy resolution, have no means of separating different ion species, and make it difficult to simultaneously measure the laser spectrum, and that the Thomson parabola lacks angular resolution. Previously, the ion wide angle spectrometer23 (iWASP) has been introduced as an initial cover of this need. Here, angularly resolved proton spectra can be obtained and a second ion species can also be recorded, although without charge information, making separation of multiple heavier ion species nearly impossible.

In this article, we present novel diagnostics that allow to experimentally distinguish different laser ion acceleration mechanisms: proton and ion spectra (for multiple species) along selected axes can be recorded simultaneously with the wide angle spectrum and the reflected and transmitted laser spectra. This diagnostic thereby makes it possible to study all the characteristics discussed above, simultaneously.

II. DESIGN

The design of the diagnostics has been made with focus on features particularly important to investigate in order to distinguish different laser ion acceleration mechanisms: (I) Angularly resolved energy spectra for protons and one more ion species, (II) Spectrum for each ion species present along selected axes, and (III) Characteristics of laser radiation transmitted and reflected from the target.

A. Ion wide angle spectrometer

Charged particles, such as ions, passing through a magnetic dipole field obtain a curved trajectory characterised by
the Larmor radius, which can be derived from the magnetic part of the Lorentz equation,
\[ \vec{F} = q(\vec{v} \times \vec{B}), \]  
where \( \vec{F} \) is the force exerted on a particle with charge, \( q \), and velocity, \( \vec{v} \), by the magnetic field, \( \vec{B} \). Such magnetic field can, for example, be set up between two parallel permanent magnets, acting as a basic ion spectrometer. As mentioned before, beams of laser accelerated ions can be highly divergent and a pinhole or a slit at the entrance of the ion spectrometer is thus necessary in order to separate the different ion energies with sufficient resolution. With such a spectrometer it is however not possible to resolve angular features in the divergent beams of laser accelerated ions and thereby not meeting requirement (I). In an iW ASP, this is resolved by using a wide entrance slit of laser accelerated ions and thereby not meeting requirement (I)

\[ \text{To fulfill requirement (II) above and separate multiple ion species, and at the same time maintaining requirement (I), a thin, vertical slit is made in the detector plane of the iWASP, positioned in the target normal direction (0°) in Fig. 1. It could however be placed along any arbitrary axis directed at an angle \( \alpha \) from the target normal, inside the acceptance angle of the iWASP. The slit is perpendicular to the entrance slit of the iWASP and they are thereby together forming a} \]

\[ \text{where} \]

\[ \text{and an angle between the magnets, see Fig. 1, and thus allowing a larger part of a divergent beam to reach the detector. A major difference between the iWASP and a standard ion spectrometer is thereby the much larger solid angle covered.} \]

The magnetic field in an iWASP is not exactly equal for all angles \( \alpha \), see Fig. 1(b), and, in addition, particles moving in different directions travel different distances both inside and outside the iWASP before reaching the detector. For small particle deflections inside the magnetic field, the vertical displacement of a non-relativistic ion with mass \( m \), on a detector located a distance \( d_B \) after the end of the magnetic field is given by
\[ D_B(\alpha) = \frac{q B_\perp(\alpha) L_B(\alpha)}{m v_\perp} \left( \frac{L_B(\alpha)}{2} + d_B(\alpha) \right), \]
where \( D_B \) is the displacement, \( B_\perp \) is the component of the magnetic field in the horizontal plane directed perpendicular to the ion trajectory, \( v_\perp \) is the velocity component directed at an angle \( \alpha \) from the \( z \)-direction, and \( L_B \) is the length of the magnetic field.

In the detector plane of the iWASP, the ion energies are thus given by their vertical position and their angular properties along the horizontal axis. Along the axis of the entrance slit the iWASP thereby gives an angularly resolved ion energy spectrum (requirement (I) above).

**B. Ion separation extension (ISE)**

The magnetic fields of neither a basic magnetic ion spectrometer nor an iWASP, can separate multiple different ion species. This can be remedied by letting the ions pass through an electric field \( \vec{E} \), which exerts a force
\[ \vec{F} = q \vec{E} \]
on a particle with charge \( q \).

Traditionally, in a Thomson parabola, where a magnetic ion spectrometer is combined with high voltage electrodes, only one detector plane is used and electrodes are placed inside or directly after the magnet. This is not possible with an iWASP since the traces of different ion species would be overlapping.

To fulfill requirement (II) above and separate multiple ion species, and at the same time maintaining requirement (I), a thin, vertical slit is made in the detector plane of the iWASP.

**FIG. 1.** (a) A schematic topview of a possible experiment chamber setup where the incoming laser beam is focused onto the target at normal incidence by an off-axis parabolic mirror. (b) Topview of close-up of laser and ion diagnostics (iWASP). The ions first pass through an ion wide angle spectrometer (iWASP), providing energy dispersion. Some of the ions propagate through a slit in the first detector plane, into an ion separation extension (ISE) unit. Here, the ions pass through an electric field, providing separation according to the ions’ charge to mass ratio, onto a second detector. The 2-dimensional detectors could, for example, consist of image plates and/or nuclear track detectors (CR39). Laser radiation transmitted through the target is diffracted in the entrance slit of the iWASP and thereafter picked up by a mirror located outside the ion beam and guided onto laser diagnostics. (c) Sideview of (b). In this dimension, the divergence of the ion beam is reduced due to the entrance slit of the iWASP. The laser light is here omitted for clarity but the pick-up mirror is shown above the ion beam.
C. Characterization of transmitted and reflected laser radiation

In the presented design, we utilize the fact that a significant amount of laser light can be collected through the entrance slit of the ISWASP to cover requirement (III). This allows simultaneous recording of the laser light transmitted and reflected from the target along with the ion spectra. A pick-up mirror is placed in front of the first detector plane. We exploit that any part of the laser pulse transmitted through the target foil will diffract in the slit of the ISWASP, making it possible to place a pick-up mirror in such a way that it does not affect or clip the ion beam or the zero-order (neutral particles that are unaffected by the electric and magnetic field), see Fig. 1(c). The pick-up mirror reflects the light into an optical diagnostic instrument. The incident laser light which is reflected on the target is recollimated by the focusing optics and a fraction is picked up by a leakage from one of the mirrors in the beam path.

In a simple version, integrating diagnostic can be used for both the transmitted and reflected laser light. In order to fully resolve the dynamics, an auto-correlator or a Frequency-Resolved Optical Gating (FROG) could be used, providing further information about the temporal evolution of the transient plasma dynamics.

III. IMPLEMENTATION

The proposed design of the ISWASP has been tested at the PHELIX laser at GSI Helmholtzzentrum für Schwerionenforschung GmbH, Germany. Protons and carbon ions were accelerated from nanometre thin polyethylene foils27,28 by a 80 J, 500 fs laser pulse with a central wavelength of 1053 nm, which could be made circularly polarized by using a quarter-wave plate. The laser pulse was interacting with the target at normal incidence.

Ion and proton spectra were recorded simultaneously with the ISWASP. The iWASP-section used consists of two 10 cm long permanent magnets mounted in an iron yoke with a half angle of 15° and a horizontal entrance slit positioned on the front. The magnetic field between the magnets is approximately 0.4 T. The detector plane of the iWASP was positioned 500 mm from the source. In the implementation of this design, the particle detectors of the iWASP were image plates covered with a layer of 1 mm thick CR3930 in the region where protons above 10 MeV are expected. Protons with such energies will pass through the layer onto the image plate, whereas the heavier ions will be stopped in the CR39. The damage in the CR39 caused by protons at these energies is negligible and only visible after long etching times. The angularly resolved proton spectrum and the spectrum of the carbon ions were detected on the image plate and CR39, respectively. The entrance slit of the ISE measured 120 μm and was positioned in the target normal direction, α = 0°. The electrodes of the ISE were 100 mm long, separated by 16 mm, and had an applied voltage of 7 kV. The detector of the ISE was placed 800 mm from the source and consists of an image plate. Ion traces in the ISE were obtained for protons, C6+ and C5+, see Fig. 2. The optical axis is not visible in the image but corresponds to the point where both E-field and B-field deflections are zero. The diagnostics can easily be adjusted for different target materials, giving other ion species, by changing the voltage on the electrodes and/or the distance from the electrodes to the detector plane.

The traces on the image plate can be analysed starting from Eqs. (2) and (4) and the spectra for each ion species can thus be obtained. Spectra corresponding to the ion traces in Fig. 2 are found in Fig. 3. In the analysed spectra, a maximum energy of ~28 MeV was determined for protons and

![Image](https://via.placeholder.com/150)
FIG. 3. Ion spectra obtained with an ISW ASP, analysed from raw traces shown in Fig. 2. From the ISE-unit, the red dots indicate actual data points whereas the solid blue line is a moving average over several data points and are recorded from the ion separation extension. The dashed lines are spectra recorded with only the iW ASP. On the vertical axes PSL stands for the photo stimulated luminescence of the image plates. For conversion of PSL to absolute particle numbers, an equipment specific calibration is required. (a) Proton spectra, the different angular intervals are defined so that 0° is directed in the target normal direction. (b) The carbon ion traces recorded with iW ASP and CR39 as detector and the ISE using an image plate, in both cases assuming that only C6+ is present. Then in (c) (C5+) and (d) (C6+) the different species have been separated. (e) Carbon wide angle spectrum from iW ASP, again assuming that only C6+ is present.

∼90 MeV for both detected carbon charge states. It can also be seen in Fig. 3 that, as expected, the proton spectra from the iW ASP converges into the one from the ISE as the angle moves towards 0° where the extension was placed. In the detector plane of the iW ASP, carbon ions are detected with a CR39. The analysis of this has been done assuming that all carbon atoms were fully ionised to C6+. In order to be able to compare with the ISE, the carbon traces in Fig. 2 were first analysed as if they both were C6+. These spectra are shown together in Fig. 3(b). In Figs. 3(c) and 3(d), spectra can be seen from the ISE, where the two different charge states of carbon ions have been separated. From these spectra, the ratio between the number of C5+ and C6+ can also be deduced (in spectra from Fig. 3 this ratio is ∼13%) and thereby giving an error estimate of the spectra in Figs. 3(b) and 3(e).

If a higher voltage is applied to the electrodes in the ISE, the separation between the different ion traces in Fig. 2 would become larger and thereby making the analysis easier for cases where there are many different species present.

The laser spectrum was recorded with optical spectrometers, both in the transmitted and the reflected direction, see Fig. 4 where the second order harmonic is shown. Red and blue-shifts can be compared for different shots for both the transmitted and reflected light and from this information about the plasma expansion from the laser-target interaction can be deduced. Shot to shot variations in the intensity ratio between the two light components can also be analysed.
This article is copyrighted as indicated in the article. Reuse of AIP content is subject to the terms at: http://scitationnew.aip.org/termsconditions. Downloaded to IP: 143.117.192.151 On: Fri, 09 Jan 2015 10:47:30

IV. CONCLUSIONS

A novel diagnostics, the ISWASP, is presented with the major advantage that multiple parameters can be investigated simultaneously, minimizing the impact of shot-to-shot fluctuations. This is especially important when taking into account the current repetition rate at many high power laser facilities (commonly as low as $\sim 1/h$), which makes it challenging to acquire large data sets. The diagnostic presented here gives highly useful additional information compared to only using a RCF stack, a Thomson parabola, or an iWASP, in particular for distinguishing between different laser ion acceleration mechanisms. In this first experiment, the ISE was used only along the optical axis, but it could be positioned along any axis in the detection plane of the iWASP and multiple extensions could also be used simultaneously allowing ion separation along different axes.

ACKNOWLEDGMENTS

The research leading to these results has received funding from LASERLAB-EUROPE (Grant Agreement No. 284464, EC’s Seventh Framework Programme) and the Swedish Research Council. L. Senje acknowledges financial support from SILMI, European Science Foundation (ESF).

22 J. J. Thomson, Philos. Mag. Ser. 6 22, 469 (1911).

FIG. 4. The second order harmonic of the laser spectrum reflected from (blue) and transmitted through (green) the target. The former collimated by the focusing optics and recorded through a leakage of a mirror in the laser beam path and the latter picked up from diffraction from the entrance slit of the ISWASP.

This article is copyrighted as indicated in the article. Reuse of AIP content is subject to the terms at: http://scitationnew.aip.org/termsconditions. Downloaded to IP: 143.117.192.151 On: Fri, 09 Jan 2015 10:47:30